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Abstract: Hygrothermal assessment is essential to the production of healthy and energy efficient 
buildings. This has given rise to the demand for the development of a hygrothermal laboratory, as 
input data to hygrothermal modeling tools can only be sourced and validated through appropriate 
empirical measurements in a laboratory. These data are then used to quantify a building’s dynamic 
characteristic moisture transport vis-a-vis a much more comprehensive energy performance analy-
sis through simulation. This paper discusses the methods used to establish Australia’s first hygro-
thermal laboratory for testing the water vapor resistivity properties of construction materials. The 
approach included establishing a climatically controlled hygrothermal test room with an automatic 
integrated system which controls heating, cooling, humidifying, and de-humidifying as required. 
The data acquisition for this hygrothermal test room operates with the installation of environmental 
sensors connected to specific and responsive programming codes. The room was successfully con-
trolled to deliver a relative humidity of 50% with ±1%RH deviation and at 23 °C temperature with 
±1 °C fluctuation during the testing of the water vapor diffusion properties of a pliable membrane 
common in Australian residential construction. To validate the potential of this testing facility, an 
independent measurement was also conducted at the Fraunhofer Institute of Building Physics la-
boratory (IBP) Holzkirchen, Germany for the diffusion properties of the same pliable membrane. 
The inter-laboratory testing results were subjected to statistical analysis of variance, this indicates 
that there is no significant difference between the result obtained in both laboratories. In conclusion, 
this paper demonstrates that a low-cost hygrothermally controlled test room can successfully re-
place the more expensive climatic chamber. 
Keywords: water vapor resistivity; hygrothermal modeling; condensation; mold; hygrothermal 
properties; energy efficiency; moisture transport; inter-laboratory testing 
 
1. Introduction 
Over the last three decades, the increased expectations for energy efficient buildings 
combined with greater thermal comfort has established significant differences between 
the interior and exterior environmental water vapor pressure. This has created the need 
to manage water vapor diffusion and moisture, and has led to an increased demand for 
appropriate hygrothermal assessment [1]. Hygrothermal analysis is capable of calculating 
the dynamic transport of moisture, heat, and air in a building envelope. In most devel-
oped nations, this has become an essential part of the production of durable, healthy, 
comfortable, and energy-efficient buildings [2,3]. The presence of uncontrolled moisture 
above a critical limits can result in various degrees of deterioration which can include 
corrosion, rusting, freezing, and swelling of many materials used in the building [2,4]. The 
Citation: Olaoye, T.S.; Dewsbury, 
M.; Kunzel, H. A Method for Estab-
lishing a Hygrothermally Controlled 
Test Room for Measuring the Water 
Vapor Resistivity Characteristics of 
Construction Materials. Energies 
2020, 14, 4. 
https://doi.org/10.3390/en14010004 
Received: 10 November 2020 
Accepted: 19 December 2020 
Published: 22 December 2020 
Publisher’s Note: MDPI stays neu-
tral with regard to jurisdictional 
claims in published maps and insti-
tutional affiliations. 
 
Copyright: © 2020 by the authors. 
Licensee MDPI, Basel, Switzerland. 
This article is an open access article 
distributed under the terms and con-
ditions of the Creative Commons At-
tribution (CC BY) license (http://cre-
ativecommons.org/licenses/by/4.0/). 
Energies 2021, 14, 4 2 of 19 
 
 
most concerning aspect of uncontrolled moisture in a building is the opportunity for mold 
to grow within interior spaces. This can have serious implications for the health of the 
occupants [5,6]. In addition, recent research has shown that high levels of moisture can 
impact the energy performance of a building and the quality of the indoor air [7–10]. 
In Australia, moisture problems have become apparent in many new buildings. Up 
to 50% of National Construction Code Class 1 and Class 2 buildings constructed in the last 
15 years have a visible internal formation of condensation [11]. The complexity involved 
in understanding water vapor transport through appropriate hygrothermal calculation is 
posing significant challenges to the design and construction professionals in Australia es-
pecially when considering moisture management and energy efficiency in buildings [12–
14]. 
While hygrothermal assessment, the key scientific approach to managing condensa-
tion and mold in buildings, has been deployed to address these challenges in many other 
developed nations, it is an emerging field in the Australia [13]. This may be because there 
were no building regulations requiring insulation in building envelopes until 2003, and 
the first regulations regarding risk of condensation management only came into effect in 
2019. The long-term impact of moisture accumulation on building durability and human 
health has now become a critical aspect of the Australian regulatory agenda for new build-
ings. 
Across other developed nations, hygrothermal analysis has evolved from manual 
calculation methods to computer simulations [15–17]. In the last two decades, this has 
moved from a limited focus on condensation risk analysis to a greater understanding of 
moisture accumulation, energy efficiency, and the drying capacity envelopes. Over the 
same period of time, the simulation method has advanced from steady state to transient 
simulation [18–20]. 
Several elements need to be considered in choosing an appropriate approach to hy-
grothermal modeling. In addition to precision and accuracy, the flexibility to allow selec-
tion from a variety of climatic zones and the quality of the climatic data are important 
aspects [21]. Other things to consider include the simulation runtime, the size of the ma-
terial data library, and how the vapor diffusion and moisture absorption data have been 
sourced and validated. For instance, WUFI Pro [15], which appears to be the most popu-
larly used hygrothermal software in Europe and North America, has been considered to 
be reliable because of its ability to deliver a realistic transient calculation and also because 
all the construction materials in its data library have been well validated [15,22]. 
The most appropriate method to source and validate construction material’s vapor 
diffusion properties is to conduct measurements in the laboratory. For many nations, the 
laboratory measurement of water vapor diffusion characteristics of individual construc-
tion materials is evolving, and robust databases are being created. The internationally ac-
cepted method to represent vapor diffusion is material vapor resistivity. Due to Aus-
tralia’s slower adoption of highly insulated envelopes and vapor resistivity material data 
has not been required. It is inappropriate to adopt internationally available data directly 
for use in Australia without appropriate empirical evaluation of their applicability to ma-
terials used in Australia’s envelope systems and the physical properties of Australian 
manufactured construction materials. As of 2019, the Australian National Construction 
Code requires hygrothermal calculations [23,24] in order for the design of new buildings 
to be approved. Early adopters are using non-Australian data from international material 
databases for hygrothermal modeling; however, these data may not provide a true repre-
sentation of Australian construction materials. Without empirical information regarding 
the vapor diffusion properties of Australian construction materials, there is the potential 
that inappropriate decisions will be made. 
Four types of laboratory-based test methods are internationally recognized for the 
quantification of the water vapor diffusion properties of materials. These include the elec-
tron-analytical, sweating guarded hot plate, dynamic moisture permeation cell test, and 
the gravimetric methods [4,25–31]. The testing process requires the establishment of two 
Energies 2021, 14, 4 3 of 19 
 
 
environments with different vapor pressures on each side of the material. Increasingly, 
the most preferred method for establishing the water vapor diffusion properties of most 
construction materials is the gravimetric method [26,32–36]. This involves the measure-
ment of the mass of moisture that has resulted from water vapor diffusion into or out of a 
test dish assembly, often referred to as the wet-cup or dry-cup test method, respectively 
[25,32,37]. Depending on whether it is a wet-cup or dry-cup test, salt solutions, distilled 
water or a desiccant are used to establish a predetermined relative humidity within the 
test dish. The material is cut and attached to the test dish and then placed in a temperature 
and humidity-controlled cabinet or room. The humidity outside the cup, in the room, or 
cabinet, is controlled so that the desired relative humidity condition outside is achieved 
[37,38]. The conditions created within the cabinet or test room are designed to replicate 
the hygrothermal conditions the material may expect to experience as a component of the 
built fabric. The focus of this paper centers on the establishment of an appropriately hy-
grothermally controlled test room required for gravimetric vapor diffusion testing. 
The general principle for the gravimetric method (shown in Figure 1) is to create two 
environments with different vapor pressures, by establishing different relative humidities 
inside and outside the cup, while the temperature remains constant. During the test pe-
riod, the dish is weighed at regular intervals until the mass does not change, indicating 
the vapor pressure of the test dish and the room have reached equilibrium. For wet cup 
gravimetric testing (shown in Figure 2, the vapor flux is expected to go from the cup which 
has a higher RH through the material being tested to the environment which has a lower 
RH. The reverse is the case for dry cup gravimetric testing, shown in Figure 3. The process 
is discontinued after a minimum of four consecutive weighing which shows no change in 
mass. 
 
Figure 1. Diagram of water vapor diffusion [13]. 
 
Figure 2. Diagram of wet cup test method [13]. 
 
Figure 3. Diagram of dry cup test method [13]. 
While many research papers have reported different procedures for quantifying the 
water vapor diffusion of construction materials using the gravimetric method in a climatic 
cabinet [34,39,40], no research has reported the development of a hygrothermally con-
trolled test room. However, the demand for more hygrothermally controlled test rooms 
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will increase over the coming years both in Australia and internationally. This is because 
the demand for energy efficient buildings has increased in many jurisdictions as building 
codes have moved towards the requirement of near-zero energy consumption in build-
ings. Hence, the need to establish more hygrothermally suitable construction systems will 
increase and laboratory testing will be required to establish the hygrothermal properties 
of individual component materials. 
The merits of a hygrothermally conditioned test room over the climatic cabinet is the 
elimination of experimental errors. During the gravimetric weighing, process errors may 
arise from opening, closing, and transporting test dishes from the cabinet. In a test room, 
all weighing activities occur within the climatically controlled space. Despite this distinct 
advantage, little or no research has reported the design, construction, installation of the 
equipment, and the operations of such a laboratory. This may be because the acquisition 
and installation of laboratories is not regarded as a research output. In addition, due to 
commercial reasons, those engineering firms that have built such rooms have never made 
available the details of the design, construction, and installation of such a facility. This 
paper describes the methods employed to develop Australia’s first hygrothermal labora-
tory for quantifying the diffusion properties of materials using common appliances, which 
included a round-robin test conducted between Fraunhofer Institute of Building Physics 
laboratory (IBP) Holzkirchen Germany, and this hygrothermal testing laboratory at the 
University of Tasmania (UTAS), Australia. 
The approach employed included establishing a climatically controlled hygrother-
mal test room with an automatic integrated system which allows heating, cooling, humid-
ifying, and de-humidifying as required. The data acquisition for this hygrothermal test 
room operates with the installation of environmental sensors connected to specific and 
responsive programming codes. The room reported here, has been used to successfully 
complete wet and dry cup vapor diffusion material testing for relative humidities RH be-
tween 50% with ±1%RH deviation and temperatures between 23 °C with ±1 °C fluctuation. 
The test results indicate that a hygrothermally controlled test room can successfully re-
place the more expensive climatic chamber. 
2. Materials and Methods 
To establish a conditioned hygrothermally controlled test room, it was necessary to 
design and install environmental equipment that controls the interior temperature and 
relative humidity within the conditioned room. The accurate control of temperature and 
relative humidity conditions, within the bandwidths prescribed in ISO 12572, is critical to 
enable gravimetric based testing of building material vapor resistivity properties. For this 
research, a test building located at the Newnham campus of the University of Tasmania, 
was reconfigured to enable the conditioned room to be dynamically controlled. The con-
trols included heating, cooling, humidification, and dehumidification. The second stage 
involved a round-robin testing of the water vapor resistivity properties of a pliable mem-
branes at Fraunhofer Institute of Building Physics laboratory Holzkirchen Germany, and 
at this hygrothermal testing laboratory. The following sections discuss the design, instal-
lation, operation, and the performance of test room, the inter-laboratory testing that was 
conducted to compare test facilities and results for measuring vapor resistivity properties. 
2.1. Design and Description of the Thermal Test Building 
The University of Tasmania has three thermal test buildings at the Newnham campus 
in Launceston. They include an unenclosed-perimeter platform-floored building, an en-
closed-perimeter platform-floored building and a concrete slab-on-ground floored build-
ing. Previous research had established that the well-insulated concrete slab-on-ground 
floored test building demonstrated the most stable interior temperatures without any 
stratification in both conditioned and unconditioned modes of operation. This building 
has an internal floor area of 30.03 m2 (5.48 m by 5.48 m), a ceiling height of 2.44 m and 
total volume of 73.3 m3 and has no window, as shown in Figures 4 and 5. The building, 
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constructed in 2006, applied Australian best practice wall and ceiling insulation and air-
tightness methods. The combination of the ground keyed concrete slab, external walls 
with R2.5 in-frame wall insulation, R4.2 ceiling insulation, and a well-installed air barrier 
system ensured a high-quality test building with minimal internal temperature variabil-
ity. 
 
Figure 4. Floor plan of test building. 
 
Figure 5. Architectural section of test building. 
2.2. Cabling and Installation of Integrated Data Acqusition System 
The control of air temperature and relative humidity are critical to the successful op-
eration of a hygrothermally controlled test room. To enable accurate control of the test 
room interior a data acquisition system was used. Normally, data acquisition requires one 
or more transducers (sensors) to sense, process, and send signals from a measuring instru-
ment to the system, the data acquired is then stored or logged into the central processing 
unit of a computer or external memory for later analysis. The data acquisition system gen-
erally includes: the sensors; a device that converts the primary signal from the sensors into 
a compactible form with the information processing systems; a computer by which the 
overall system is able to be managed and on which data from sensors are stored. For this 
research, DataTaker DT500 dataloggers with a channel extension module (CEM) (see Fig-
ure 6) were used. Connection between the Datataker and Dell PC was established via a 
RS232 communication cable (Figure 7). The De Transfer interface software was used for 
communication between the DT500 data logger and the Dell PC. Two DT 500 DataTaker 
data-loggers were used, one for temperature sensors and the second for the relative hu-
midity sensors. An array of four wire PT100 sensors were used to measure temperature. 
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An array of two wire Vaisala HMW40U relative humidity sensors were used to measure 
relative humidity. Due to the number of terminals required for the array of four wire 
PT100 sensors, they were connected to both the data-logger and the CEM. The second 
DT500 DataTaker was used to connect the array of relative humidity sensors used for this 
project. The primary sensor location was on a pole located in the center of the room (see 
Figure 8). The need for at least three sensors in each location was based on previous re-
search, which queried the reliability of single sensors and when two sensors had varied 
measured values [41]. The sensors and other apparatus used to control the room are de-
scribed in Table 1. 
 
Figure 6. Data acquisition system (DT 500 datalogger). 
 
Figure 7. Desk control. 
 
Figure 8. Environmental control equipment. 
2.3. Cooling and Heating System 
Automated heating and cooling were essential for the control of this hygrothermally 
conditioned test room. Figure 9 shows the position of the air-conditioner within the test 
room. This equipment is a reverse-cycle heat pump and can heat up to 30 °C. When heat-
ing above 30 °C was required for the room, the wall mounted electric heater shown in 
Figure 10 was turned on. Silicone DC relays (Figure 11) was used as the power switching 
interface between the data-logger and the appliances. 




Figure 9. Air-conditioner. 
 
Figure 10. Wall-mounted heater. 
 
Figure 11. Silicone DC relays. 
2.4. Humidity and Pressure Control System 
The capability to control humidity was essential for this hygrothermally controlled 
room. For this research, this was achieved through the installation of humidity equipment 
which enabled water vapor to either be added or removed as required. The power switch-
ing for the humidity equipment utilized two solid-state relays shown in Figure 12. The 
first method to add water vapor to the air was to use a fishpond with a water heater. 
However, after preliminary testing and discussions with other research collaborators, it 
was established that there would be a significant water vapor lag with this method. This 
led to an analysis of quick response humidifiers. This resulted in the selection of a 6 L 
Ultrasonic Cool Mist Steam Nebulizer Diffuser Purifier (shown in Figure 13). This humid-
ifier quickly demonstrated a very fast response to add extra water vapor to the room. 
Similarly, a Breville Smart dry de-humidifier (Figure 14), was installed to remove exces-
sive water vapor from the room. The power supply for the humidifier and dehumidifier 
was controlled by a solid-state relay, which in turn was controlled by the DT500 data-
logger. In practical terms, when the relative humidity in the room was too high the pro-
grammed data logger alarm switched the relay, thus providing power to the dehumidi-
fier. When the desired relative humidity value was achieved, the programmed data logger 
alarm switched the relay off. Conversely, when the relative humidity was too low, the 
data logger alarm switched the relay to provide power to the humidifier, thus adding 
water vapor into the room until the required relative humidity setpoint was reached. 




Figure 12. Solid state relay. 
 
Figure 13. 6 litres Ultrasonic Humidifier. 
 
Figure 14. Dehumidifier. 
Additionally, a household fan was installed to provide circulation of the air in the 
room to minimize water vapor stratification. 
2.5. Calibration of the Environmental Instruments 
Calibration of the temperature and relative humidity sensors was completed to avoid 
intrinsic error that may have existed in the devices or data logging equipment. In the first 
instance, all sensors were carefully chosen for their level of accuracy and long-term relia-
bility. A diagnostic procedure was established to ensure that wiring from the data logger 
to each sensor did not cause errors in measurements. The on-site calibration utilized pre-
calibrated NATA certified temperature and relative humidity sensors provided by Indus-
trial Technik. The calibration of the temperature sensors included zero degrees, room tem-
perature and near boiling temperature. This was to ensure that there were no linear or 
non-linear errors. Any sensor that had erroneous outputs was replaced. The output from 
the relative humidity sensors was compared to a certified and pre-calibrated sensor, 
whilst the relative humidity was increased and decreased 
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2.6. Monitoring and Controlling Environmental Conditions 
As previously mentioned, the DataTaker DT500 data logger was used for data acqui-
sition. This system relied on programming code for data acquisition from the sensors and 
to control the switching relays for the heating, cooling, humidifying, and de-humidifying 
appliances. The acquisition systems collected temperature and relative humidity data 
from the sensors and simultaneously stored the data in the memory of Datataker for later 
use. Figure 15 shows a snapshot of an example of the programming code use to operate 
and collect temperature data from the PT100 sensors. This code was written according to 
the sensor type. Similarly, the programming code for acquiring the relative humidity data 
within the hygrothermal room is shown in Figure 16. In this research, temperature and 
relative humidity data was collected every 10 min. The examples of the programing code 
also show alarm codes. The coding shows minimum and maximum values for tempera-
ture and relative humidity. The alarms required the data logger to continuously monitor 
the relative humidity and temperature conditions in the test room. The alarm-controlled 
power supply to the digital switches on the data loggers. In turn, the digital switches con-
trolled the power supply to the silicone and solid-state relays, which controlled the appli-
ances. The combination of continuous measurement and the control of the four appli-
ances, enabled the room temperature and relative humidity to be adequately controlled 
by the heating, cooling, humidifying, and dehumidifying appliances. 
 
Figure 15. Example of temperature programming code. 




Figure 16. Example of relative humidity programming code. 
Table 1. Summary of sensors and other equipment. 
Sensor/Equip-
ment Type Location Function 
Dry bulb air 
temperature 
(V1) 
Four wire Platinum RTD 
Version 1–Center of room, 
three sensors at each reference 
height of 600 mm, 1200 mm, 
and 1800 mm 
To measure test room air tem-
perature and to inform the con-
trol of the air conditioner 
Dry bulb air 
temperature 
(V2) 
Four wire Platinum RTD Version 2–same as Stage 1 plus 
air-conditioner supply air 
Same as above 
Mean radiant 
temperature  
Four wire Platinum RTD 
within 150 mm diameter 
copper globes 





Two wire Vaisala 
HMW40U 
Center of room, 3 sensors at 
1200 mm 
To measure test room relative 
humidity and to inform the con-
trol of the humidifier and de-
humidifier 
Air-conditioner Daikin split system South east corner To heat or cool the room 




6 L Air Humidifier Ultra-
sonic Cool Mist Steam Neb-
ulizer Diffuser Purifier E 
South east corner 
To provide additional water va-
por to the test room air 
De-humidifier Breville The Smart Dry De-humidifier Center of room 
To remove water vapor from 
the test room air 
Data Acquisi-
tion 
Datataker DT500 with 
Channel expansion module  
To continuously collect meas-
ured room temperature and rel-
ative humidity data 
Relay Solid state Relay board 
To control and switch humidi-
fier and de-humidifier operation 
with alarm programming code 
Silicone DC re-
lays 
 South east wall connected to 
air-conditioner 
To control and switch heating 
and cooling with switch alarm 
programming code 
2.7. Inter-Laboratory Testing of Wet-Cup and Dry-Cup Dishes 
The procedure for the interlaboratory testing involved the selection of a pliable mem-
brane classified as permeable material in clause AS 4200:1 and carrying out a standard test 
as referred to in ISO 12572. The independent testing of water vapor resistivity properties 
was completed on a pliable membrane commonly used in Australian external envelope 
construction systems. The same material was tested under the same climatic condition of 
23 °C/50%RH at both the hygrothermal laboratory at Fraunhofer IBP Germany, and 
UTAS, Australia. Table 2 shows the comparison of the important testing parameters that 
were used. 
Table 2. Summary of testing parameters. 
Parameter At IBP, Laboratory At UTAS  
Dishes Round glass dish (80 × 200 mm) Round glass dish (60 × 195 mm) 
Air space  20 mm 20 mm 
Average barometric pressure 933.26 hPa 1030.5 hPa 
Water vapor permeability of air 2.12× 10−10kg/(m·s·Pa) 1.92 × 10−10 kg/(m·s·Pa) 
It was necessary to employ very similar round glass dishes with diameter of 200 mm. 
While the depth of the dishes at IBP is 80 mm, at UTAS, the dept is 60 mm. For accuracy, 
three dishes were used for wet-cup and another three were used for dry-cup gravimetric 
measurement both in Germany and in Australia. To achieve the desired humidity testing 
condition within wet-cup dishes, ammonium dihydrogen phosphate solution was placed 
in the dish, by both laboratories during the testing. This achieved a dish relative humidity 
of 93% (Figure 17). Similarly, to achieve the desired testing humidity condition within the 
dry-cup test dishes, silica gel beads were used at both laboratories, as shown in Figure 18. 
This achieved relative humidity of 3% within the dishes. Both laboratories employed a 20 
mm air space between the top surface of the substrates and the bottom surface of the test 
specimen. The pliable membrane specimens were then glued to the top edge of the dishes. 
To avoid water vapor leakages between the dishes and test specimens, the edges between 
the materials were taped and sealed with molten paraffin wax at 100 °C. The dishes were 
then placed on shelving within these test rooms, as shown in Figures 19 and 20. 
Regular weighing measurements of the test dishes were taken every two hours until 
equilibrium was achieved. The measurements were in milligrams and all weighing data 
were recorded. The calculations of the water vapor resistivity properties were obtained 
mathematically (see Tables 3 and 4). Microsoft Excel 365 was used to complete a statistical 
analysis of variance to establish if there was any significant difference between the result 
obtained from the laboratory at Fraunhofer IBP and UTAS. 




Figure 17. Wet-cup test method. 
 
Figure 18. Dry-cup test method. 
 
Figure 19. Shelving in the interior of test room at IBP Germany. 
 
Figure 20. Shelving in the interior of test room at UTAS, Australia. 
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Table 3. Water vapor diffusion properties measured at IBP. 








flux g = G/A in 
kg/(s*m2) 
Water vapour 














TA1 0.00082 0.0293 7.40 3.53E−06 2.68E−09 3.74E+08 71.86 0.0590 
TA2 0.00080 0.0290 7.31 3.44E−06 2.61E−09 3.83E+08 76.17 0.0610 
TA3 0.00084 0.0287 7.82 2.84E−06 2.15E−09 4.65E+08 93.84 0.0790 
Mean value 0.00082 0.0290 7.51 3.27E−06 2.48E−09 4.07E+08 80.62 0.0663 
Standard 
deviation 
0.00002 0.0003 0.27 3.77E−07 2.86E−10 5.01E+08 11.65 0.0110 








flux g = G/A in 
kg/(s*m2) 
Water vapour 














TA4 0.00079 0.0284 7.27 4.06E−06 3.08E−09 3.25E+08 62.18 0.0490 
TA5 0.00081 0.0281 7.09 4.24E−06 3.21E−09 3.11E+08 57.04 0.0460 
TA6 0.00082 0.0278 7.56 3.95E−06 2.99E−09 3.34E+08 61.63 0.0510 
Mean value 0.00081 0.0281 7.30 4.08247E−06 3.09355E−09 3.24E+08 60.28 0.0487 
Standard 
deviation 
1.52753E−05 0.0003 0.24 1.43831E−07 1.08988E−10 1.13E+07 2.82 0.0025 
Table 4. Water vapor diffusion properties measured at UTAS. 









flux g = G/A in 
kg/(s*m2) 
Water vapour 














TA1 0.000819 0.0275 7.05 3.08E−06 2.33E−09 4.28E+08 76.02 0.0623 
TA2 0.000794 0.0266 6.95 3.03E−06 2.30E−09 4.35E+08 80.09 0.0636 
TA3 0.000784 0.0260 7.21 3.98E−06 3.01E−09 3.32E+08 55.76 0.0437 
Mean 0.000799 0.0267 7.07 3.36E−06 2.55E−09 3.99E+08 70.62 0.0565 
Standard 
deviation 
1.80278E−05 0.00076 0.13114877 5.32E−07 4.03E−10 5.78E+07 13.03 0.0111 


























TA4 0.000824 0.0275 7.43 3.34E−06 2.76E−09 3.62E+08 60.99 0.0503 
TA5 0.000804 0.0278 7.40 3.55E−06 2.94E−09 3.40E+08 57.15 0.0459 
TA6 0.000805 0.0275 7.17 3.40E−06 2.82E−09 3.55E+08 60.81 0.0490 
Mean 0.000811 0.0276 7.33 3.43E−06 2.83E−09 3.52E+08 59.65 0.0484 
Standard 
deviation 
1.12694E−05 0.000160728 0.142243922 1.11E−07 9.28E−11 11326076.11 02.17 0.0023 
3. Results 
3.1. Hygrothermal Control of the Test Room 
This section discusses the result from the climatic control of the hygrothermal test 
room which was used to quantify the water vapor diffusion properties of the permeable 
pliable membrane, when the test room was maintained at 50% relative humidity and the 
temperature remained at 23 °C (±1 °C) for the material testing periods. It was found that 
the room would take up to 72 h to initially reach and stabilize at the desired temperature 
and relative humidity. 
During the establishment of the test room, sensors which controlled the operation of 
heating, cooling, humidifying, and dehumidifying appliances were moved until adequate 
Energies 2021, 14, 4 14 of 19 
 
 
control of the room was established. The final two versions of the sensor locations are 
shown in Table 1. The principle reason for the change in sensor location between Version 
1 and Version 2 was a measured, and significant time lag for room temperature control. 
The time lag issues were addressed by the Version 2 configuration. 
To demonstrate the potential of this hygrothermally controlled room at UTAS, the 
temperature and relative humidity during the material testing period was retrieved for 
analysis. Figure 21 shows the temperature profile of test room for the period of six weeks, 
while Figure 22 shows the relative humidity profile for this same period which required 
the relative humidity be kept at 50%. The blue box plot (Figure 23) shows the observations 
from three temperature sensors located 1800 mm above the floor, the orange box plot 
shows the observations from three temperature sensors located 1200 mm above the floor, 
the grey box plot shows the observations from three globe temperature (mean radiant) 
sensors located 1200 mm above the floor, and the yellow box plot shows the observations 
from three temperature sensors located 600 mm above the floor. Summarily the box plot 
observation indicates that aside from occasional outliers, the temperature in the room was 
maintained between 23.2 °C and 22.6 °C, with an average of 22.9 °C (±1 °C). Figure 24 
shows the results from the three relative humidity sensors for the corresponding period, 
and the box plots show that aside from occasional outliers, the relative humidity was 
maintained between 49.8% and 50.8%, with an average humidity of 50.4% (±1%). 
 
Figure 21. Temperature profile of the room aimed at 23 °C (+/−0.5 °C) for the testing period 2. 
 
Figure 22. Relative humidity profile of the room aimed at 50% for the testing period 2. 




Figure 23. Box and whisker plot of temperature observations during test 2. 
 
Figure 24. Box and whisker plot of relative humidity observations during test 2. 
3.2. Comparison of the Interlaboratory Results for the Water Vapor Diffusion Properties 
The gravimetric measurement of change in mass over a particular period commenced 
as soon as the dishes were placed in the test room. Initially, weighing was completed at 
two hourly intervals. This was to establish if the dish gained or lost weight (depending on 
the dry-cup or wet-cup substrate). Tables 3 and 4 show the water vapor resistivity prop-
erties measured for the permeable pliable membrane commonly used for Australian con-
struction system. 
The analysis of variance that was completed shows that there was no significant dif-
ference (p = 0.38) between the results of the water vapor resistance factor (Table 5) for the 
wet-cup test obtained in both IBP and UTAS. Similarly, for the dry-cup test, the there was 
no significant difference (p = 0.77) between the results of the test obtained in both labora-
tories. Table 6 also indicates that there was no significant difference (p = 0.34) between the 
result of the wet-cup test obtained in both IBP and UTAS for the diffusion-equivalent air 
layer thickness, and there was no significant difference (p = 0.89) between the results of 
the dry-cup test obtained in both laboratories. 
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Table 5. Inter-laboratory comparison of the ANOVA result for the resistance factor (µ) of wet-cup test. 
     Water Vapour Resistance 
Factor (µ) 
      
Anova: Single 
Factor 
            
SUMMA
RY 
             
Groups Count Sum Average Variance 
Standard 
deviation 
  Groups Count Sum Average Variance Standard deviation 
Wet-cup 
test IBP 




test IBP  
















ANOVA       ANOVA       
Source of 
Variation 
SS df MS F P-value F crit 
Source of 
Variation 
SS df MS F P-value F crit 
Between 
Groups 












610.9689 4 152.7422    
Within 
Groups 
25.30128 4 6.325319    
Total 760.9689 5         Total 25.90041 5         
Table 6. Inter-laboratory comparison of the ANOVA result for the diffusion-equivalent air layer thickness Sd(m) of dry-
cup test. 
     Diffusion-Equivalent Air 
Layer Thickness Sd(m) 
      
Anova: Single 
Factor 
            
SUMMA
RY 
             
Groups Count Sum Average Variance 
Standard 
deviation 





test IBP  

























ANOVA       ANOVA       
Source of 
Variation 
SS df MS F P-value F crit 
Source of 
Variation 
SS df MS F P-value F crit 
Between 
Groups 














0.000491 4 0.000123    
Within 
Groups 
2.28E-05 4 5.70E-06    
Total 0.000635 5         Total 2.29E-05 5         
4. Discussion 
Firstly, the set-up and configuration of the test room followed many practices com-
mon for the establishment of environmentally controlled spaces. The points of interest 
were the challenges in controlling the room temperature and the configuration and oper-
ation of the humidifier and de-humidifier. The ability to keep the temperature and relative 
humidity within specific bandwidths was critical. The temperature was kept within +/−1 
°C and the relative humidity was kept within +/−1% RH. Table 1 makes note of Version 1 
and Version 2 for the measurement of dry bulb air temperature. The data logger combined 
with relay switches demonstrated a simple mechanism to control room temperature. 
However, there was a recognized time lag and regular over-heating of the test room. After 
several iterations of data logger programming and the co-location of additional sensors 
around the air-conditioning appliance, localized temperature stratification near the appli-
ance was identified. An additional PT100 temperature sensor was installed close to the 
air-conditioner thermostat to establish the step difference that was occurring. This extra 
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data allowed for a more informed approach to the data-logger alarm bandwidths, which 
controlled the air-conditioner power supply. 
Secondly, the result of the inter-laboratory measurement of the water vapor re-
sistance factor and the diffusion equivalent air layer thickness of a permeable membrane 
was investigated to validate the performance of the UTAS laboratory. Under the same 
experimental procedure and parameters, similar results were obtained, while experi-
mental procedural error was minimized. Recent research [42] had indicated that irrespec-
tive of the material to be tested or the test procedure, discrepancies in results may nor-
mally occur during any inter-laboratory measurement to determine the water vapor dif-
fusion properties of material through gravimetric cup test. The ANOVA test for this re-
search has demonstrated that discrepancies in the result of interlaboratory measurement 
of pliable membrane is insignificant. This implies that the hygrothermally controlled room 
at UTAS can be used for the same experimental purposes obtained at IBP. 
The results of the water vapor diffusion properties from the interlaboratory testing 
with the world leading IBP laboratory indicates that the operation of this laboratory is 
promising, as this method can be employed to set up a low-cost hygrothermal testing fa-
cility. 
5. Conclusions and Recommendations 
Essentially, the equipment in the test cells, comprised of an all-embracing range of 
temperature and relative humidity sensors, and an integrated data acquisition system, 
which enable flexible monitoring and control of heating, cooling, humidifying, and dehu-
midifying appliance. This combination of equipment enabled the stabilization of temper-
ature and relative humidity which are key parameters for construction material wet-cup 
and dry-cup water vapor diffusion testing. The integrated system enabled the stabiliza-
tion of the temperature and the relative humidity through the use of simple data-logger 
programming code. The current configuration, operation, and performance of the test 
room temperature and humidity indicated that the precise profiles required for the vapor 
diffusion measurement were achieved and maintained for test room conditions of 23 °C 
with a 50% RH. 
This paper reports the establishment of Australia′s first precisely controlled hygro-
thermal room for measuring the water vapor diffusion properties of building materials 
via the use of a conditioned test room. As a key component of this research is to provide 
national guidance and methods for the establishment of vapor diffusion properties of 
Australian Construction materials, this is a positive outcome. The use of an environmen-
tally controlled test room for measuring water vapor diffusion properties of building ma-
terials is considered more appropriate than other published methods. This is because the 
process of taking test dishes in and out of conditioned cabinets for weighing allows for 
the possibility of intrinsic errors. In summary, this research has demonstrated that the 
establishment of a conditioned hygrothermal test room may not be financially onerous for 
prospective researchers seeking to establish a hygrothermally controlled laboratory, that 
can be used to quantify water vapor diffusion properties for locally made construction 
materials. 
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